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Abstract 
Comprehensive gas chromatography is very well suited 

for the measurement of complex matrices, such those 

found in metabolomics. However, the high 

dimensionality of the raw data obtained makes the 

analysis and processing difficult to use in an automated 

way. Here we present an open-source workflow for 

GCxGC data which includes peak detection and 

identification using public databases. We identified 3 

times more peaks compared to the golden standard 

commercial software. Moreover, 88.6% of the peaks 

found by the commercial software are present in our 

workflow too.  

1. Introduction
Metabolomics is emerging as a potential tool for 

diagnosis, characterizing part of the compounds present 

in a living organism. It is a powerful tool to assess 

changes in key metabolic pathways which are linked with 

diseases. The metabolome is formed by small mass 

compounds present on the human body, particularly on 

biofluids such as blood, urine, feces or breath. These 

metabolites are detectable by diverse techniques but the 

most used are gas-chromatography or liquid-

chromatography linked to mass spectrometry (GC/LC-

MS). Chromatography allows the separation and 

characterization of individual compounds in complex 

samples, whereas mass spectrometry helps in the 

identification of this compounds [1].  

Comprehensive gas chromatography (GCxGC-

MS) consists of two columns connected in a serial 

configuration where a modulator transfers the sample 

portions on the first column to the second one. Its key 

advantages are increased peak capacity, increased 

resolution and increased sensitivity: all highly desirable 

for simultaneous detection and identification of 

compounds in complex matrices [2]. Using a non-polar 

first dimension, analytes are separated according to 

boiling point and volatility. As the second-dimension 

separation is fast, it is carried out under essentially 

isothermal conditions with little influence from sample 

volatility, so the separation is governed by the specific 

analyte interactions with the stationary phase.  

GCxGC-MS data analysis is difficult and time-

consuming due to the quantity and complexity of 

transforming the 3D raw data into chemical information. 

A typical workflow includes: acquiring data, correct 

artifacts, detect and identify chemical peaks, and 

statistical analysis of the datasets [3].  
One of the bottlenecks on using this technique is 

the computer software automation process. Nowadays 

the huge quantity of data obtained on each measurement 

are only possible to analyze using commercial software 

from vendors which are protected and do not allow to 

automate the entire process. With this purpose, we are 

developing an automated workflow for an automated 

complete analysis of GCxGC-MS data in open-source 

code.  

2. Methodology
2.1 Sample analysis 

A set of 10 samples from essential oils was analyzed 

using a 7890 gas chromatogram from Agilent coupled to 

a Pegasus IV TOF/MS from Leco using a HP5 capillary 

column (30m × 0.32mm × 0.25mm) and a Rxi-17Si 

capillary column (1.5m × 0.15mm × 0.15mm). Analyses 

were performed using headspace into a splitless with 

helium constant flow of 1 mL·min-1. The GC oven 

temperature was held at 50°C for 1 min, then raised to 

120°C at a rate of 3C/min, then at a rate of 15°C/min until 

185°C. The second oven was set at 5°C. The mass 

spectrometer acquired m/z ratios between 35 and 500Da 

at 10 Hz and an electron impact energy of 70 eV. 

2.2 Data processing 

Raw data from the commercial system is transformed to 

CDF format, which can be imported to the R statistics 

platform. Chromatographic data requires several pre-

processing steps. Based on Cain et al. [4] we had 

implemented in the workflow the following steps: 

i) data centering – mean values are adjusted to 0,

ii) logarithmic transformation – increases the small

signals.

The structure of Comprehensive gas chromatography 

data is three dimensional. The first dimension is related 

to retention time from the first column (retention time 

1D), retention time for the second column (retention time 
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2D) is the second dimension and the intensity for each 

m/z value is the third dimension. In Figure 1 it is shown 

the total ion chromatogram plot of one of the samples 

analyzed. Pre-processing steps are applied at each m/z 

value separately, working with data as two-dimensional 

corresponding to retention time from first and second 

column.  

 
Figure 1. Three-dimensional chromatogram plots of Peppermint 

essential oil sample analyzed with GCxGC-TOF. Results with the 

workflow developed showing the results for the m/z 45. 

 

Then automatic peak detection is performed, 

also known as peak picking. As we have tridimensional 

data, we apply the watershed algorithm [5] for each m/z 

value individually. After this, peaks are grouped by the 

apex position (peak maximum). Deconvolution is applied 

for peaks that are close - peaks in the same point of 

retention time 1D and adjacent time points of retention 

time 2D- using multivariate curve resolution (MCR) 

implemented in the independent component analysis 

package developed previously by the group for GCxGC-

MS [6]. At last, we obtain a list containing the peak 

number, retention time 1, retention time 2, intensity and 

spectra. Identification of the peaks is done comparing the 

spectra to a reference spectrum from different mass 

spectrometry  libraries using the cosines similarity index 

[7]. The public libraries used were BinBase 

(https://binvestigate.fiehnlab.ucdavis.edu/), MONA 

(https://massbank.us), and GOLM (http://gmd.mpimp-

golm.mpg.de). 

 

3. Preliminary results 
We have analyzed and processed 10 samples of essential 

oils, each one having one known essential oil. With our 

workflow, we have detected an average of 247 (s.d. 41.4) 

peaks per sample. To validate the method, we checked 

which of these peaks are detected using the commercial 

software ChromaTOF from LECO GCxGC-MS 

instrument. The 88.6% (s.d. 4.6) of peaks detected by the 

commercial software are detected with our software. In 

our workflow we are obtaining more peaks compared to 

the commercial software (see Table 1). There are some 

steps that are not yet implemented, such as removing 

duplicated peaks. We used a cut-off for the identification 

of a similarity index higher than 80%, which was agreed 

by the 97.6% (s.d. 0.7) of the peaks.  

 

Sample 

Peaks 

detected 

using our 

workflow 

Peaks 

detected using 

commercial 

software 

% 

shared 

Espliego 235 71 84.5 

Laurel 250 84 90.3 

Lavander 309 92 85.2 

Lavandino 241 68 91.9 

Coriander 160 47 78.3 

Rosemary 287 96 86.5 

Peppermint 213 75 90.3 

Eucalyptus 218 70 84.3 

PetitGrain 200 56 82.3 

Caraway 207 68 94.4 
Table 1. Results from peak detection on 10 samples using our 

workflow and a commercial software.  

 

4. Conclusions 
Comprehensive gas-chromatography is a promising 

technique in the metabolomics field. With the workflow 

we have developed it will be easily implemented in 

routine analysis. We continue working on the workflow 

to obtain more accurate results and automatizing all the 

process.  
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Abstract—Damping is necessary in grid-connected converters
with LCL filters to avoid their destabilizing resonant behavior.
This paper presents a novel damping method for a grid-connected
inverter with an LCL filter. This damping technique consists
of inserting a AC-DC converter acting as a Loss Free Resistor
(LFR) in parallel with the filter capacitor leading to the same
stabilizing/damping effects as with the passive resistor and the
capacitor current feedback. The stability analysis of the closed
loop system with the previous damping techniques is performed.
The theoretical results are validated by numerical simulations
performed in PSIM© software.

Index Terms—LCL filter, grid-connected, active damping,
passive damping, loss free resistor, stabilization

I. INTRODUCTION

The use of power electronic converters integrated with
renewable energy sources is extensively increasing recently.
Due to intermittent nature of these sources, e.g. wind and
solar, it is necessary to have power electronic converters as
interfaces to control the electrical variables. One of the most
used power converters in this kind of applications is the single
phase DC-AC inverter with two switches. Switching action
in these inverters can lead to undesired harmonic content in
the current injected to the grid. To mitigate this problem, an
L, LC or LCL filter are used. LCL filters, known as third-
order low pass filters, have higher attenuation and lower size
than L and LC filters. The only disadvantage of LCL filters is
their resonant behaviour which can give rise to instability and
poor performances. Passive and active damping methods can
be employed in order to overcome this disadvantage [1].

In this paper damping and stabilization of a grid connected
LCL filter is considered. A novel damping technique is used
to stabilize the LCL filter dynamics. The rest of this paper is
organized as follows. In section II, the system description is
presented. Section III is devoted to designing of an Active
Damping (AD) technique based on emulating the passive
resistor by an LFR [2] is tested also leading to the same
stabilizing effect. Concluding remarks are drawn in section IV.

II. SYSTEM DESCRIPTION AND MODELING

A. System description

Fig. 1 shows the single-phase configuration of the system
studied in this paper. It consists of a single half-bridge grid-
connected voltage source converter (VSC) with an LCL filter
under a PI controller for the grid current to be in phase with
the grid voltage. It can also be considered as a building block
for constructing a multi-phase VSC inverter. The DC side
consists of two identical regulated voltage sources each with
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Fig. 1. Single-phase configuration of grid-connected LCL filter with grid-side
current control technique through PI controller.

a voltage VDC/2 both referred to a midpoint considered here
as the voltage reference node. It should be noted that each
switch tolerate VDC/2 V. The LCL filter is used limit current
harmonic pollution at the point of common coupling (PCC)
which should be below 5% according to the IEEE standard
519-2014 [3].

III. DIFFERENT DAMPING DESIGN METHODS AND THEIR
VALIDATION BY NUMERICAL SIMULATIONS

The magnitude of the frequency response of the ideal LCL
filter at the resonant frequency is high which can induce
instability. Many studies have been done to stabilize such LCL
filters by eliminating their resonant peaks. Roughly speaking,
based on a literature survey, two practical techniques includ-
ing passive damping and active damping based on capacitor
current feedback can be used for compensation. In both of
them the stabilization consists of introducing damping effects
into the system. The innovative method of this article will be
investigated in the following subsection [4], [5].

A. Active damping based on connecting a power converter
acting as a loss free resistor

The damping technique proposed in this paper is to utilize a
power converter in parallel with the LCL filter capacitor. The
idea is to take advantage of the fact that this converter will
always coexist with the inverter in a microgrid. For instance,
this converter can be used for battery charging. Fig. 2 shows
the circuit diagram of the LCL filter with LFR-based converter
used for damping. This converter has different stages. First,
the filter capacitor voltage is rectified through a diode bridge.
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Second, a boost converter topology is utilized in which the
inductance of the inductor Llfr is 1 mH. Finally, an LC
low-pass filter is used to smooth the current injected into
the battery. The values of Lf and Cf are selected as 1 µH
and 1 µF. The LFR-based converter switching frequency is
160 kHz. It is worth noting that the parameters should be
selected to guarantee the stability of the LFR. Design-rules
for guarantee stability of an LFR are widely available in the
literature [6]. Whenever the stability of the LFR used for
damping is satisfied, its damping effect on the converter is
the same as the one of a resistor. For simplicity an ideal LFR
is considered in this paper. An LFR with losses would also
have the same damping effect on the inverter. Fig. 3 shows
the voltage and current at the input port of the LFR converter.
It can be seen that the voltage and current are in phase hence
emulating a resistor at this port. The control system was
designed in such a way that the current ilfr at the input port
of the converter is proportional to the input port voltage vlfr.
The proportionality factor is Rd = 290.4 Ω which is the same
value for a passive damping method. The power processed by
this stabilizer is related to the value of LFR resistor, which
is 5% as in the passive damping method. However, with this
damping method, this power is not lost and can be used for
supplying non critical loads, charging batteries or can even
be redirected to the grid. The battery charge current can be
controlled by adding an external control loop. Fig. 4 shows
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Fig. 2. Block diagram of the LCL filter with a LFR used as a damper.
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Fig. 3. The input voltage and current at the input port of the LFR acting as
an AD.

the effect of different damping methods to the grid-connected

inverter with an LCL filter under a PI control. At t = 0.02 s,
all the damping techniques are disconnected from the system;
thereby leading to instability. Then, they are activated again
at t = 0.08 s all resulting in stabilizing the inverter.
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Fig. 4. Damping is disconnected in t ∈ [0.02, 0.08] s. (a) Passive damping
based on the insertion of a parallel resistor. (b) Active damping based on
capacitor current feedback. (c) Active damping based on connecting a power
converter acting as an LFR.

IV. CONCLUSIONS

In this paper damping and stabilization of a grid connected
LCL filter have been addressed. The technique consists of
emulating the damping effect of the resistor by a DC-DC
boost converter acting as a Loss Free Resistor (LFR). All
the damping techniques are able to stabilize the system but
with the novel damping technique, based on the LFR, the
processed power can be utilized in microgrids for charging
batteries while stabilizing the DC link voltage and DC loads
or providing ancillary services to the main grid.
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Abstract 

 

ZnO nanostructures with floral morphologies were 

synthesized using hydrothermal synthesis at 150oC. The 

powdered samples were characterized for structural and 

morphological properties by X-ray diffraction (XRD) 

and Field Emission Scanning Electron Microscopy 

(FESEM) respectively. XRD studies confirmed the 

formation of hexagonal wurtzite structure of ZnO. The 

average crystallite size of the prepared nanopillars and 

nanoflowers were found to be 25 nm and 24 nm 

respectively. FESEM confirmed the formation of two 

floral structures. Assemblies of 2 - 3.5 µm nanopillars 

are formed at longer reaction time while as floral 

structures (~4 µm) with petals are formed at short 

reaction time.  

 

Keywords: Hydrothermal synthesis, gas sensing, 

hierarchical nanostructures 

 

1. Introduction 

 
Rampant use of fossil fuels for automobiles, electricity 

generation and industries lead to tremendous emission 

of greenhouse gases which are responsible for global 

warming [1]. Emission of hazardous gases by burning 

fossil fuel has led to a drastic increase in air pollution. 

The pollutants are toxic gases and volatile organic 

compounds (VOCs) which lead to major health 

problems [2]. Development of sensors for detection 

and monitoring of these pollutants is a highly critical 

area of research. Owing to their low cost, high stability, 

small size, and the suitability to detect both reducing 

and oxidizing gases [3], metal oxide semiconductor 

(MOS) gas sensors are being widely used. Among all 

the MOS, zinc oxide (ZnO) is highly desirable for its 

unique properties like non-toxicity, good optical 

properties, stability, and wide band gap (3.37 eV) at 

room temperature [4]. Keeping in view these 

distinctive properties of ZnO, it was chosen as a 

candidate for gas sensing applications. 

In this work, we report the synthesis of ZnO 

hierarchical nanostructure growth by facile 

hydrothermal method at low temperature (150oC). 

Nanoflowers were synthesized at short reaction times 

while as nano pillar assemblies were synthesized at 

higher reaction times. It was observed that the growth 

of the nanostructures is dependent on various factors 

like precursor concentration, reaction temperature, 

reaction time and pH. Several synthesis reactions were 

checked to examine the reproducibility of the reaction 

method and to optimize the synthesis conditions of the 

desired nanostructures. 

 

2. Results 

 
The crystal structure of the as-synthesized ZnO 

nanostructures was analysed by XRD as shown in 

Figure 1. The diffraction patterns are indexed to 

hexagonal wurtzite ZnO phase JCPDS card no. 01-075-

1526. The crystal structure matches the space group of 

P63mc with lattice constant a= 0.3241 nm and c= 

0.5195 nm for nanopillars and a= 0.3239 nm and c= 

0.5188 nm for nano flowers. No characteristic peaks 

from other phases or impurities were observed 

indicating high purity of the prepared samples. Also, the 

strong and sharp peaks indicate high crystallinity of the 

prepared samples. The average crystallite sizes of nano 

pillars and nano flowers calculated by Scherer’s formula 

are 25 nm and 24 nm respectively. Figure 2 and Figure 

3 show FESEM images of as prepared ZnO nano pillar 

assemblies and ZnO nanoflower assemblies. 

Nanoflowers with an average size of ~ 4 µm were 

synthesized at lower reaction times while as nano pillar 

assemblies with an average size of ~ 3.5 µm were 

obtained at higher reaction times. The pillar assemblies 

are clusters of more than a dozen tapered hexagonal 

prism like ZnO nanorods with an average size of ~900 

nm. Figure 4 shows the FESEM image of disintegrated 

nano pillar assemblies after 1 minute sonication. 
However, the nanoflowers retain the shape after 

sonication. As can be seen from the FESEM images 

(Figure 2), the nanoflowers have many hollow 

structures and pores. The petals of the nanoflowers are 

rough which can be attributed to the clustering of the 

nanosized ZnO particles.  
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Figure 1: XRD patterns of as-prepared ZnO nanopillar 

assemblies and ZnO nanoflowers. 

 

Figure 2: FESEM image of as prepared ZnO nano pillar 

assemblies 

 

Figure 3: FESEM image of as prepared ZnO nano 

flower assemblies 

 

Figure 4: FESEM image of disintegrated nano pillar 

assemblies after 1 minute sonication. 

3. Conclusions 
Desired hierarchical ZnO nanostructures were 

successfully synthesized with great reproducibility 

using a facile one-pot hydrothermal synthesis. This 

work will be continued further to study the gas sensing 

properties of the pure and doped ZnO hierarchical 

nanostructures. 
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Abstract 
Randomly oriented ZnO nanowires were grown directly 

onto alumina substrates having platinum interdigitated 

screen-printed electrodes via the chemical vapor 

deposition method using Au as catalyst. Three different 

Au catalyst thicknesses (i.e., 3, 6 or 12 nm) were 

conducted in the growth of nanowires, and their gas 

sensing properties were studied for ethanol and NO2 as 

reducing and oxidizing species, respectively. ZnO 

nanowires grown employing the 6 nm thick layer were the 

less defective and showed the most stable, repeatable gas 

sensing properties. Despite ZnO nanowires grown 

employing the thickest Au layer reached the highest 

responses under dry conditions, ZnO nanowires grown 

using the thinnest Au film were more resilient at detecting 

NO2 in the presence of ambient moisture. The gas sensing 

results are discussed in light of the defects and the 

presence of Au impurities in the ZnO nanowires, as 

revealed by the characterization techniques used, such as 

X-ray diffraction, field-emission scanning electron

microscopy, X-ray photoelectron spectroscopy and

photoluminescence spectroscopy. Promising results were

obtained by the implementation of ZnO NWs directly

growth over the alumina substrate for the detection of

ethanol and NO2 substantially ameliorating our previously

reported results.

1. Introduction

During the early eighties, different authors reported the 

use of ZnO, either pure or loaded with catalytic metals, for 

sensing ethanol, carbon monoxide, methane, hydrogen 

sulfide, hydrogen, ammonia or nitrogen oxides [1]. All 

these gaseous species are important targets for 

inexpensive gas sensors because they are relevant to many 

applications such as home safety, livestock building 

management or air quality monitoring [2]. Even though 

SnO2 has become the most researched and the most 

successful material in commercial chemoresistive sensors, 

ZnO has retained its research appeal over the years. This 

interest in ZnO as a gas sensitive material has increased 

even further in the last years, especially with the study of 

nanostructured materials such as nanorods, nanowires 

(NWs), nanospheres, nanotetrapods or nanoflowers [3,4]. 

Gas-sensitive ZnO nanomaterials have been synthesized 

using a wide range of methodologies, which include 

hydrothermal and solvothermal methods, electrospinning 

or chemical vapor deposition (CVD) [5], only to cite a 

few. 

In this work, we report the direct growth of ZnO NWs on 

commercially available alumina substrates having screen-

printed, platinum interdigitated electrodes and a heating 

meander. This direct assembly of the gas-sensitive 

nanomaterial on the transducer substrate eases the sensor 

fabrication process, avoiding the need for transferring the 

ZnO NWs from the growth substrate onto the application 

substrate. It also enables achieving good and stable 

contacts between the NWs and the electrodes. ZnO NWs 

were synthesized via a catalyzed CVD process that results 

in a vapor-liquid-solid (VLS) growth mechanism. 

2. Sensor synthesis and gas characterization

Gold catalyst deposition: Au thin films with various 

nominal thicknesses of 3, 6 and 12 nm were deposited by 

sputtering over the electrode area (5 x 5 mm2) of the 

alumina transducers. The alumina substrate was a ceramic 

Rubalit 708 commercial available by Ceram Tech GmBH, 

Plochingen, Germany, with a medium grain size of 3 to 5 

µm and a typical surface roughness of 0.35 µm. 

ZnO nanowires growth: ZnO powder was mixed with 

graphite powder at 1:1 mole ratio and the synthesis was 

carried out in a horizontal quartz tube placed in a CVD 

furnace. Argon was used as an inert carrier gas and the 

furnace was heated from room temperature to 900 ºC, kept 

at 900 ºC for 30 min (phase in which the growth takes 

place), and then naturally cooled down to room 

temperature. The powder mixture and the substrate were  

placed in the center of the furnace. The argon gas flow was 

400 sccm and the pressure inside the tube was maintained 

at 760 Torr during all the process. The 3 different type of 
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sensors fabricated were labelled as ZnO 3, ZnO 6 and 

ZnO 12, according to thickness of the Au catalyst films. 

Gas sensing characterization: The gas sensing tests were 

conducted in a laboratory environment where the sensor 

response and behavior towards an oxidizing gas (NO2 at 

250, 500 and 1000 ppb) and a reducing vapor (ethanol at 

5, 10 and 20 ppm) were studied. The different gas sensors 

were studied at the operating temperatures of 150, 200 and 

250 ºC. Gas sensing measurements consisted of 

continuously acquiring and recording the DC resistance of 

the sensors while they underwent repeated exposure and 

recovery cycles of either NO2 or ethanol. In addition to 

the gas sensing studies conducted in a background of dry 

air, measurements were conducted as well in a 

background of humidified air (50 % relative humidity) to 

better understand sensor behavior when ambient moisture 

is present. 

3. Results

Material characterization: To fully characterize the 

material; the crystallographic phase was studied by means 

of XRD, the morphology of the ZnO NWs and a chemical 

mapping were investigated by FESEM, room-temperature 

PL measurements were made and XPS measurements 

were also performed. The results obtained are shown in 

the following figures. 

Figure 1. XRD diffractogram for a ZnO 6 sample grown on top of an 

alumina transducer substrate. The peaks with a blue line corresponds to 
the hexagonal ZnO pattern and the unlabeled peaks to the alumina 

substrate. All sensors presented the same XRD diffractogram. 

Table 1. NW dimensions averaged values for 20 random measurement 

points for each Au catalyst thickness. 

Figure 2. FESEM micrographs obtained from the surface of the 3 

different types of samples. ZnO 3 (upper panel), ZnO 6 (middle panel) 
and ZnO 12 (lower panel). 

Figure 3. Room-temperature PL emission spectra for the ZnO NWs 

grown over the electrode area of alumina transducers as a function of the 

thickness of the sputtered Au film. 

The PL provides significant information about the crystal-

quality of the samples by its implication in the optical 

properties of the material. Figure 3 shows the room 

temperature PL spectra for the samples ZnO 3, ZnO 6 and 

ZnO 12. By pumping at 325 nm, we observed two 

emission bands, one strong emission in the UV at around 

380 nm and a broader emission band in the visible range 

from 500 to 800 nm. The intensity of each spectrum was 

normalized to the intensity of the UV emission for relative 

comparison. The UV peak corresponds to the near band-

edge emission, associated with exciton recombination 

processes [6], while the broad emission band observed in 

the visible range is generally attributed to defects [7]. 

Length (nm) Near tip (nm) Near base (nm) 

ZnO 3 1000 ± 250 33 ± 5 56 ± 15 

ZnO 6 600 ± 118 34 ± 6 65 ± 14 

ZnO 12 500 ± 139 44 ± 10 83 ± 13 
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Figure 4. Overview XPS spectra of samples ZnO 3, ZnO 6 and ZnO 12 

(a). High-resolution XPS spectra for the O 1s (b), the Au 4f and Zn 3p 

(c), the C 1s (d) and the Zn 2p (e) core levels. 

The survey spectra of the samples ZnO 3, ZnO 6 and ZnO 

12 show the main signals corresponding to the Au 4f, Zn 

3p, C 1s, O 1s and Zn 2p core levels, see Figure 4 (a).  The 

analysis of the high resolution spectra for the O 1s core 

level shows the contribution of the O-Zn, O=C, and OH 

species at around 530, 531.6 and 533. 5 eV BE, 

respectively, see Figure 4 (b) [7]. The analysis of the high 

resolution spectra for the Au 4f core level is presented in 

Figure 4 (c). In this figure, the bands associated to the Au 

4f and the Zn 3p core levels are overlapped, and the 

complex spectrum was deconvoluted in four components 

for the samples ZnO 6 and ZnO 12 or three components 

for the sample ZnO 3. The bands centred at around 83.2, 

85.6, 88.5 and 91.5 eV BE being related to the Au 4 f7/2 

core level of Au0 and Au+, and to the Zn 3p3/2 of the Zn-O 

and Zn-Au interaction, respectively, see figure 6 (c) [8]. 

Note that the Au 4 f7/2 core level at 83.2 eV BE is not 

observed for the sample ZnO 3, see Figure 4 (c). This can 

be attributed to the kind of growth of the ZnO NWs in 

which the gold is encapsulated at the bottom for sample 

ZnO 3. For the samples ZnO 6 and ZnO 12, the gold 

catalyst Au0 appears at the tip of the ZnO NWs [7], and 

the Au 4 f7/2 core level at 83.2 eV BE is observed, see 

Figure 4 (c). 

Gas characterization: The gas sensing studies were 

conducted for each sensor operated at 150, 200 and 250 ºC 

in order to determine the best optimal working 

temperature at three different concentration levels for each 

target gas NO2 and Ethanol and summarized in table 2 

and 3 respectively. 

T (ºC) ZnO 3 ± ZnO 6 ± ZnO 12 ± 

150 6.5 0.4 2.5 0.1 3.1 0.1 

200 16.7 0.6 5.0 0.2 5.6 0.2 

250 36.3 6.9 25.0 1.8 51.0 5.9 

Table 2. Averaged sensor responses (Rgas/Rair) and their standard 

deviations when exposed to 1 ppm of NO2 at different operating 
temperatures under dry air conditions. 

After having determined experimentally 250 ºC as the 

optimal working temperature for NO2 detection, the 

impact of ambient humidity was studied. The gas sensing 

experiments were repeated at 250 ºC and the gas flow was 

humidified to 50 % R.H. before being introduced into the 

test chamber. The results obtained are shown in Figure 5. 

When humidity was introduced in the system, the overall 

sensor responses were negatively impacted. In average, 

the decrease in sensor response observed for 1 ppm of NO2 

was near a factor of 2 for both ZnO 3 and ZnO 6 samples. 

However, the most humidity-affected material was ZnO 

12 with a 4.5-fold decreased response. Interestingly, ZnO 

3 displayed in this case the higher responses for NO2 under 

humid conditions and it is worth pointing out that the 

response of this nanomaterial towards 250 and 500 ppb of 

NO2 was barely affected by the presence of humidity. The 

important decrease in the response towards NO2 for ZnO 

12 could be attributed to its higher concentration of 

defects, as revealed by PL.  

Figure 5. Sensor calibration curves for NO2. Sensors were operated at 
250 ºC under humidified air conditions (50% R.H.). 

T (ºC) ZnO 3 ± ZnO 6 ± ZnO 12 ± 

150 1.4 0.1 1.1 0.01 1.2 0.02 

200 4.6 0.6 6.0 1.0 9.2 2.1 

250 3.8 0.4 5.2 0.4 6.6 0.6 

Table 3. Averaged sensors responses (Rair/Rgas) and their standard 
deviations when exposed to 20 ppm of ethanol at different operating 

temperatures under dry air conditions. 
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The impact of ambient humidity was also studied for 

ethanol. The operating temperature chosen to perform the 

test was 250 ºC and the relative humidity was, once more, 

set to 50% in order to make a better comparison between 

the behavior of the different sensors in front of the two 

different gaseous species studied. Figure 6 shows the 

results obtained for the sensors when tested for ethanol 

vapors under humid conditions. When ambient humidity 

was present, the response of the ZnO 3 sensor towards 

ethanol completely disappeared, as the sensor was unable 

to react with the vapor. In the case of ZnO 6 and ZnO 12, 

the response behavior showed a similar pattern with the 

occurrence of a clear response saturation above 10 ppm 

of ethanol. In addition to this response saturation effect, 

ZnO 6 and ZnO 12 based sensors suffered a 2.4 and 3.5-

fold decrease in their response to ethanol, respectively 

(for the two lowest concentrations tested). Considering 

the lack of ethanol response for ZnO 3, the decrease in 

response and response saturation observed for ZnO 6 and 

ZnO 12, it can be derived that the presence of ambient 

humidity has a higher impact in the detection of ethanol 

vapors than in NO2 sensing. 

Figure 6. Sensor calibration curves for ethanol. Sensors were operated 
at 250 ºC under humidified air conditions (50% R.H.). The curve for 

ZnO 3 does not appear in this plot due to the lack of response observed 

under humid conditions for this material. 

5. Conclusions

ZnO NWs were successfully synthetized through CVD 

(VLS growth mechanism) after employing different 

thicknesses (3, 6 and 12 nm) for the Au catalyst layer 

deposited by sputtering. The thickness of the catalyst 

layer has a high influence in the number of defects in the 

resulting ZnO NWs and in the presence/absence of Au 

impurities. ZnO 6 is the sample with fewer defects and 

ZnO 3 is the only sample in which surface Au impurities 

are not detected in a chemical mapping. The direct 

growth of the gas sensitive nanomaterials onto the 

application substrates results in increased sensitivity and 

stability. ZnO NWs grow with no particular orientation 

in the form of disordered mats. Owing to their significant 

number of defects, as revealed by PL, ZnO NWs show 

high sensitivity towards NO2 at ppb levels when operated 

at 250 ºC. ZnO NWs having Au NPs at their tips and 

surface show a moderate sensitivity to ethanol (in the 

ppm range). While a higher number of defects is 

favorable for the detection of NO2, the presence of Au 

impurities (e.g. in the form of Au NPs at the surface of 

ZnO NWs) is detrimental when in the presence of 

ambient moisture. In contrast, the presence of Au NPs 

helps enhance ethanol detection, possibly via a chemical 

sensitization effect. Given the fact that the ZnO 3 sample 

retains its responsiveness towards NO2 in the presence of 

ambient moisture while it shows no response to ethanol, 

this makes ZnO 3 sample a potentially suitable material 

for detecting NO2 in atmospheres where ethanol could be 

an interfering species. 
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Abstract 

In this work, a methodology that exploits the optical 

properties of the nanoporous anodic alumina gradient 

index filters (NAA-GIFs) has been developed and 

applied to evaluate in real time the release dynamics of 

a cargo molecule, acting as a model drug, filling the 

pores. NAA-GIFs with two photonic stopbands (PSBs) 

were prepared with one of its stop bands in the same 

absorption wavelength range of the cargo molecule, 

whereas the second stopband away from this absorption 

range. Numerical simulation and experiments confirm 

that the relative height of the high reflectance bands in 

the reflectance spectra of NAA-GIFs filled with the 

drug can be related to the relative amount of drug filling 

the pores. This property has been applied in a flow cell 

setup to measure in real-time the release dynamics of 

NAA-GIFs with the inner pore surface modified by 

layer-by-layer deposition of polyelectrolytes and loaded 

with the cargo molecule.  

1. Introduction 

Recent years have seen tremendous growth in the design 

and engineering of nanoporous structures based on 

modified anodization strategies. Amongst the porous 

structures, nanoporous anodic alumina (NAA) is a 

material that offers ease of fabrication, mechanical 

robustness, widely tuneability of surface chemistry and 

stable optical properties [1-3]. Recent developments in 

NAA pore engineering have made it possible to develop 

numerous optically active templates (e.g. distributed 

Braggs reflectors, gradient-index filters, etc.)  

In this work, we propose to obtain NAA-GIFs with two 

high reflection bands, one of them in the wavelength 

range where a cargo molecule has a maximum optical 

absorption, while the other in a wavelength range far 

from such absorption. As a cargo molecule, we use 

Rhodamine 6G (Rh6G) having high fluorescence 

properties. Once the changes between both the PSBs 

were correlated and verified, this method was applied to 

demonstrate the pH responsiveness of NAA-GIFs in 

real-time. 

2. Experimental section 

Fabrication: NAA-GIFs were fabricated by a one-step 

electrochemical anodization process by applying a 

sinusoidal anodization profile described here [4]. In 

brief, the aluminum substrates were treated with 

acetone, ethanol, and water in sequence to remove all 

organic impurities present on the surface. Pre-treated 

aluminum foils were electropolished in a mixture of 4:1 

v/v of ethanol: perchloric acid at 20 V for 5 min, 

followed by anodization in an electrochemical cell 

containing 0.3 M oxalic acid at 5 °C under controlled 

stirring. 

The samples prepared in this study were obtained with 

Javerage = 2.6 mAcm-2, Jamplitude= 1.3 mAcm-2, T1= 152 s 

and T2 = 210 s. Three different sets of samples were 

prepared with N = 150, N = 200 and N = 250. 

After fabrication, the remaining aluminium was etched 

from the back side using a solution of copper chloride 

(CuCl2) and hydrochloric acid (HCl) followed by a pore 

widening step of 10 minutes using 5 wt% H3PO4 at 35 

°C for 15 min. Next, the loading of the pores was 

performed by successive repetitive cycles of drop 

casting 10 μl of Rhodamine solution (1 mg/ml) onto the 

surface of NAA-GIFs and drying at room temperature. 

To hold the cargo molecules inside the NAA-GIFs, an 

incorporation of multilayered polyeletrolytes have been 

performed in a separate procedure. 

3. Results and Discussion 

Figure 1 represents the applied anodization current 

density and measured anodization voltage graphs as a 

function of time for different samples prepared by 

applying different numbers of periods, i.e., N = 150, 

200, and 250.  
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Figure 1. Complete sinusoidal anodization profile 

applied to obtain NAA-GIFs  

Figure 2. ESEM pictures of as-produced NAA-GIFs for 

samples with N = 200; (a) Top view (Scale bar = 1 μm); 

(b) cross section (Scale bar = 25 μm); (c) Magnified

view of figure (b) showing the modulations in the

structure (Scale bar = 1 μm). Average pore diameter

(dp) of 45 ± 4 nm.

Figure 3. Ratio of the maximum intensity of the signal 

band to the maximum intensity of the reference band as 

a function of time, for samples with (a) N = 150, (b) N 

= 200, (c) N = 250. The line in each graph is the best fit 

for an exponential function as described in the text. 

Figure 3 demonstrates the three real-time release curves 

showing an increasing trend for the release of cargo 

molecules after the introduction of the pH 5.0 solution. 

For the curve corresponding to N = 150, the increasing 

trend stops at approximately 7.7 h. Instead, for N = 200, 

it can be observed that the trend reduces its increase rate 

with time, but without reaching a stabilization. Finally, 

for N = 250 the curve also shows a reduction of the 

increase rate, but with a smaller scale. 

4. Conclusions

This study successfully demonstrates the ability of 

NAA-GIFs to be used as an optical platform for 

analyzing the loading and release of a cargo molecule. 

Real-time release measurements were carried out in a 

flow cell that allows measuring the changes in the 

stopbands during the release process. We believe that 

the methodology developed in this work, exploiting the 

optical properties of the porous nanostructures can be 

further applied to the study of drug delivery systems to 

obtain information about the filling process and real-

time data for the releasing process. 
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1. Introduction 

Tobacco smoke, formed by a complex mixture of particles and thousands of toxicants including over 70 
carcinogens according to the International Agency for Research on Cancer [1], is a ubiquitous outdoor and 
indoor environmental pollutant that has been overlooked to date by the environmental and health policies. 
Most of the smoke gases and particles deposit, age and remain for long periods of time in fabrics, surfaces 
and dust forming the so-called thirdhand smoke (THS), a less studied source of exposure to tobacco smoke 
toxicants that especially affects children living with smokers. THS components not only remain on surfaces 
and in settled dust, but they can also be re-emitted into the gas phase or even react with oxidants and other 
atmospheric compounds to yield secondary contaminants, some of them with increased toxicity [2]. In recent 
years, many studies have focused on the assessment of THS exposure impact, progressing on THS chemical 
composition and risks and providing evidences on the adverse health effects, including in vitro and in vivo 
studies that revealed genotoxicity, DNA damage, tumour incidence, cellular oxidative stress, non-alcoholic 
fatty liver disease, hyperglycaemia, insulin resistance, poor wound healing, impairment in immune function, 
and hyperactivity [3]. However, the metabolic profiling to assess THS exposure impact in non-invasive biofluids 
as urine is still understudied. 

2. Objective 

The aim of this study is to characterize THS exposure in urine of exposed mice. To accomplish this, we 
analysed urine from mice exposed to THS under conditions that mimic human exposure in smokers’ homes. 
The metabolic alterations caused by this exposure were evaluated with an untargeted multiplatform 
metabolomics approach using both LC-MS and GC-MS. 

3. Materials and methods 

3.1. THS exposure model design 
Animal models have been developed at the Cell and Biology Department at the University of California 
Riverside, following THS exposure protocols previously reported [4,5]. Briefly, C57BL/6 mice were divided into 
control and experimental group. The experimental group was exposed to household fabrics polluted with THS 
from weaning (three weeks of age) to 24 weeks without exposure to SHS at anytime during the study; the 
control group was never exposed to THS or SHS. Mice were fed a standard chow diet (percent calories: 58% 
carbohydrate, 28.5% protein, and 13.5% fat). Urine samples of the five biological replicates per group were 
collected at the end of the exposure, snap frozen, and sent to our group facilities in dry ice. 

3.2. Metabolic and lipidomic sample extraction  
Urine samples were extracted using standard protocols for LC-MS and GC-MS with some modifications. For 
LC-MS, 200 µL of MeOH:H2O (8:1) and 20 µL of internal standard solution were added to 40 µL of urine 
samples, vortex mixed for 1 min, kept at 4°C for 20 min and centrifuged at 4°C and 15000 rpm for 10 min. For 
GC-MS, 20 µL aliquots of each mice urine were vortex mixed with 40 µL of urease suspension (80 mg/mL in 
ultrapure water) and incubated at 37°C and 500 rpm for one hour. Following urea depletion, 100 µL of 
MeOH:H20 (8:1) was added to the samples, vortex mixed and centrifuged at 4°C for 10 min at 15,000 rpm. 
Aliquots of 70 µL of supernatant of each sample were dried under nitrogen and lyophilized overnight. The next 
day, 30 µL of oxymation reagent were added to the dried metabolic extracts, incubated for 1.5 h, at 37°C and 
500 rpm, next derivatized by adding 45 µL of MSTFA with 1% TMCS and incubated at room temperature under 
darkness for one hour. Quality control samples (QCs) for LC-MS and GC-MS analysis were prepared by 
pooling equal volumes of each sample, respectively. Samples and QCs were stored at -80 °C until further 
analysis. 

3.3. Untargeted LC-MS and GC-MS 
For LC-MS, samples were analysed in a 1290 UHPLC system coupled to a 6550 quadrupole time of flight 
(QTOF) mass spectrometer, both from Agilent Technologies (Palo Alto, CA, USA) operated in positive 
electrospray ionization (ESI+) mode and separated using a using an ACQUITY UPLC HSS T3 C18 reverse 
phase column (150 × 2.1 mm, 1.8 μm) from Waters (Milford, MA, USA). For GC-MS, derivatized extracts were 
analysed in a 7890A gas chromatograph coupled to a 7200 quadrupole-time of flight mass spectrometer, both 
from Agilent using an HP-5 MS capillary column (30 mm × 0.25 mm × 0.25 µm), also from Agilent. In both 
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analytical techniques, several QCs were injected before the first sample and then repeatedly analysed 
throughout the sequence. 

3.4. Data analysis and pathway 
Following data acquisition and processing, univariate and multivariate statistical analysis was performed to 
differentiate the significant features. Metabolite identification were done by comparison the MS/MS spectrum 
with reference standards or using METLIN database, in the case of LC-MS data, or GMD, in the case of GC-
MS data. Pathway enrichment of identified metabolites was performed in Metabolomic Pathway Analysis 
(MetPA) using Mus musculus as background organism generated at MetaboAnalyst. 

4. Results and discussion 

4.1. THS exposure biomarkers 
To evaluate the extent of nicotine and TSNAs absorption because 
of THS exposure, we monitored the presence of tobacco specific 
metabolites in the urine extracts. We identified a large number of 
tobacco constituents including nicotine—one of the most prevalent 
constituents in tobacco smoke [6], and NNK and NNN—the two most 
harmful TSNAs considerer carcinogenic Group 1 for humans by the 
IARC [7] which produced  tumours at multiple organ level in different  
mammalian models [8]. Exposed mice also metabolized those 
compounds and activated pathways of NNK and NNN 
carcinogenesis through CYP450-mediated α-hydroxylation [8], 
demonstrating for the first time the generation of HPBA and OPBA in 
a THS-exposed model. 

4.2. Metabolomics alterations caused by THS exposure 
Our multiplatform metabolic analysis revealed the vast extent of 
metabolic disturbances related with THS in urine of exposed mice, 
as illustrates the Cloud Plot of Figure 1. We identified seventy-seven 
dysregulated metabolites—being most of them upregulated in THS 
group—that were involved in fifteen altered pathways, demonstrating 
the metabolic detrimental effect of THS in exposed mice. 

Pathway analysis of Figure 2 revealed that tryptophan metabolism 
was one of the most enriched pathways with sixteen metabolites 
dysregulated, including the neurotransmitter serotonin, and those 
related with the kynurenine pathway. Besides, THS exposure also 
produced the upregulation of the neurotransmitters: dopamine, 
epinephrine, GABA, and glutamate, and the glucocorticoid 
hormones: cortexolone, cortisol, and cortisone. We observe a higher 
quinolinic acid/kynurenic acid ratio in exposed group, indicating an 
increment of neurotoxicity [9] and demonstrating for the first time a 
possible explanation of molecular alterations behind THS-related 
neurological and neuro-behavioural alterations. 

5. Conclusions 

The results summarized here demonstrate for the first time the possible metabolic mechanism behind THS-
related neurotoxicity, adds further evidences on THS detrimental effect, and provides new bases for human 
urine biomonitoring in THS research. 
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Figure 1. Cloud Plot of dysregulated features (p val< 
0.01, FC>2). The figure shows the total ion 
chromatograms, the upregulated (in green) and the down 
regulated (in red) features. The size of the bubble 
indicates de log fold change of the feature and the 
intensity of the colour the statistical significance. 

Figure 2. Metabolomic Pathway Analysis (MetPA) of 
significant endogenous metabolites altered by THS 
exposure. 
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Abstract— This work investigates the selective energy transfer 

between users located inside a multifrequency bus. Multifrequency 

power transfer involves the combination of two or more alternating 

signals of different frequencies on the same power transmission line 

to subsequently supply loads at one or more of these frequencies. 

As an example, this proposal manages the charge of two batteries 

for electric vehicles (EV). One EV battery is charged from grid 

power and the other one with renewable energy using the additional 

power channel in the same distribution bus. 

In this case, the multifrequency system uses the grid frequency and 

its third harmonic, so that each power channel uses one of the 

frequencies. 

To demonstrate the viability of this proposal, a set of paired 

converters, a transmitter and a receiver located at different points 

on the bus, are designed to perform a power transfer at the 

additional frequency. The energy transfer is performed point to 

point without interfering the operation of the other elements 

connected to the bus. The synchronization of the controls creates a 

virtual power path for each installed sender-receiver set. 

Keywords — Multifrequency, distributed system, battery 

management, electric vehicles, power transmission, power transfer, 

converter control. 

I. INTRODUCTION

At present, energy distribution problems, large increases in 

demand, and the growth of renewable energies leads to a serious 

reconsidering of current energy distribution systems. Many 

Microgrid type proposals [1] include distributions with reduced 

and more spread out power generation points. The case of Smart 

Grids is a clear example of decentralization of the energy 

management. Other proposals for Microgrids contemplates an 

increase on DC systems demand [2]. Other systems combine 

two distribution lines, one with alternating current and a second 

one with direct current; merging both in the same bus as a first 

type of multifrequency system (DC + AC) [3], [4]. 

Grid Sender
Grid 

Load

RES

MF Bus

Receiver

fgrid

3fgrid

DC1 DC2

Grid Energy

RES Energy

Figure 1: Proposed Multifrequency Power Transfer System. 

From this set of proposals for distribution systems, some 

already well-established and others more emerging, this work 

is oriented towards multifrequency with the combination of two 

alternating signals (AC1 + AC2). 

Figure 1 illustrates the system described. The power 

generated in a renewable source is superimposed on a pre-

existing grid-frequency AC bus, using the third harmonic to 

send it to the battery of an electric vehicle at the other end of 

the bus. In the chosen example, the renewable generation point 

also uses a battery to decouple the renewable intermittent 

generation from the vehicle’s battery charge profile.  

This type of power transmission requires control 

synchronization over the mirror-configured converters that 

constitute the sender-receiver set. The sender injects energy to 

the bus in third harmonic from. Then the receiver absorbs the 

injected harmonic entirely to avoid distortions on the signals of 

the elements connected to the bus at grid frequency. As the 

network loads and generation points are considered a priority, 

the transfer of energy by means of the third harmonic must 

coexist without interfering. For this reason, the additional 

power channel takes advantage of the current carrying capacity 

of the bus cables not used by the transfer at grid frequency. 

The aim of this work is to provide a possible technological 

solution to start validating the concept of multifrequency 

transmission system of AC1+AC2 type. 

II. MULTI-FREQUENCY POWER TRANSFER:

THE 3-PORT CONVERTER 

To transfer energy at a given specific frequency, it is required 

that voltage and current at that frequency coexist. This transfer 

is maximized if the voltage and current harmonics are in phase. 

To perform third-harmonic power injection, a voltage source is 

inserted in series into one of the wires of the pre-existing 

system, as well as a current source is connected in parallel to 

the same system. Conversely, in order to extract the energy at 

the other end of the bus, it is necessary to insert a series voltage 

source cancelling the voltage harmonic and a current sink 

extracting from the bus exactly the same amount of current 

previously injected. Each set of voltage and current sources is 

implemented with a tri-port converter, as shown in Figure 2. 
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Figure 2: V-I Tri-port converter topology. 

The figure above shows two inverter structures that 

implement the voltage and current set of sources. These 

structures are symmetrical and differ in the output capacitor of 

the voltage inverter and a current bypass. The transformer 

placed between the DC and AC parts provides the necessary 

galvanic isolation for the inverters to share a single DC battery 

as common power source. 

The control of each inverter has its own regulation loop. 

Voltage inverters have an inner current and outer voltage 

control loops, while the current inverter only needs a current 

regulation. The corresponding references for each of these 

loops are obtained using a modified PLL (Phase-Locked-Loop), 

customized to synchronize with the third harmonic of a 

fundamental frequency, in our case the grid. 

Lastly, a control unit installed in each of the tri-port systems 

manages its start-up, synchronization, and shutdown. The 

control unit also monitors the energy circulating on the bus and 

adapts the references for the tri-port systems to take advantage 

of the remaining current carrying capability of the bus cables.  

III. SIMULATION RESULTS

Figure 3a waveforms show the third-harmonic voltage 

injected by the sender and the corresponding cancelling signal 

at the receiver, shown as equal sinusoidal waveforms due to the 

mirrored configuration of the voltage inverters. 180º out-of-

phase waveforms in Figure 3b correspond to the third-harmonic 

current injected by the sender and the one absorbed by the 

receiver. 

Figure 4 illustrates how each inverter participates in the 

power transfer between batteries. Waveforms in Figure 4a show 

the voltage evolution of the batteries supplying the voltage 

inverters. A compensation is observed every cycle, resulting in 

a zero-power transfer. Figure 4b waveforms show that the 

voltage of the batteries supplying the current inverters, increase 

or decrease depending on the power transfer direction. The 

capacities of the batteries have been resized to shorten the test. 

Figure 3: Third harmonic injection. (a) Sender (red) and receiver 

voltage (blue) (b) Sender (red) and receiver current (blue).  

Figure 4: Battery discharge involvement from each inverter. 

(a) Sender voltage inverter (red) and receiver (blue).

(b) Sender current inverter (red) and receiver (blue).

Figure 5: Load change at grid frequency. (a) Bus voltage (red), grid 

voltage (blue). (b) Bus current (red), grid current (blue).  

(c) Current third harmonic reference (red), grid current monitoring

(blue), occupied capacity (green), line current capacity (black).

Figure 5 corresponds to a load transient at grid frequency. 

Voltage and current signals from the grid and the bus can be 

observed in Figure 5a and 5b respectively. Finally, Figure 5c 

illustrates the evolution of the third harmonic current reference. 

Given a current capacity of the line (black), the reference for 

the third harmonic current (red) is calculated after sensing the 

average value of the rectified grid harmonic (blue). After the 

load change, the third harmonic current increases in amplitude 

to occupy the freed-up space, as depicted by the signal 

representing the actual occupied cable capacity (green). 

IV. CONCLUSIONS

The proposed system allows a multifrequency power transfer 

of AC1+AC2 type through the third harmonic of a pre-existent 

system at a main frequency. The system does not interfere in 

the performance of the other elements from the bus. The tri-port 

converter circuits are feasible, and the third harmonic power 

transfer is possible. 
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Abstract 
This work explores the gas sensing properties of 

graphene nanolayers decorated with Cubic Zinc 

Stannate (Zn2SnO4) nanoparticles for the detection of 

toxic gases such as Nitrogen Dioxide (NO2). The 

synthesized nanoparticles and the decorated nanolayer 

were characterized using several techniques such as X-

Ray Diffraction, Field Emission Scanning Electron 

Microscopy and Transmission Electron Microscopy. 

High responses were obtained towards the nitrogen 

dioxide showing enhanced sensitivity when the 

graphene is doped with Zn2SnO4 Nanoparticles. 

1. Introduction
Gas sensors play an increasingly important role in our 

modern society, particularly for industrial gas emisión 

control and public health security. Among many 

different gases, the rapid detection of dangerous gases 

such as nitrogen dioxide is technologically essential as 

these gases are causing atmospheric contamination 

(green house effect) and can be dangerous for human 

health very above low levels of exposure. 

Chemioresistive sensors have been presented as one of 

the promising sensors for detecting these type of gases 

due to their high sensitivity, low cost, reproducibility 

and simplicity. Thanks to its extraordinary high Carrier 

density and mobility, Graphene was seen as the ideal 

candidate to make these chemioresistive gas sensors 

and to enhance even more these characteristics, 

perovskite nanopartices were loaded in the Graphene 

since they have exceptional properties such as large 

absorption coefficient, long carrier lifetime and high 

carrier mobility  

2. Materials and Methods
2.1. Zinc Stannate nanoparticles Synthesis  

Cubic Zinc Stannate nanoparticles were synthetised 

following a similar approach as the one used by 

Fakhrazad et al. where ZnO and SnO2 powders (99% 

purity) were mixed with different molar ratios of 

ZnO:SnO2 (2:1 and 4:1), then the mixed powder was 

milled by hand for 30 min and the final step was an 

annealing at 900°C for 120 min. 

2.2. Graphene Preparation and Decoration 

Graphene nanoplatelets from Strem Chemicals, Inc. 

(USA) were dispersed in 10 ml of a mixture of ethanol 

and methanol (80%-20% respectively) and then 

sonicated for 30 min. The same procedure was followed 

to disperse the synthesised Zinc Stannate powders. 

The decoration process consists of adding few drops of 

the Cubic Zn2SnO4 solution in the graphene one under 

constant stirring at 50°C. Then let it stir for 30 min. The 

final mixed solution was put in sonification for another 

30 min. 3 Solutions were prepared, one with bare 

graphene, one with graphene decorated with Zinc 

stannate NP’s with 2:1 ZnO:SnO2 molar ratio and 

another one with graphene decorated with 4:1 

ZnO:SnO2. 

2.3. Sensor Fabrication 

The obtained materials, Graphene decorated with 

different Zinc Stannate nanoparticles, were deposited on 

commercial alumina sensors using a multiple droplet 

drop casting method at 70°C. 

2.4. Material characterization  

The synthesized nanoparticles and decorated graphene 

were characterized using different techniques such as 

the X-ray Diffraction (XRD), Transmission Electron 

Microscopy (TEM) and Field Emission Scanning 

Electron Microscopy (FESEM). 

XRD was used to study the crystal structure of the 

synthesized nanoparticles, their shape and size in the 

graphene layer was studied using TEM and finally 

FESEM to check their dispersion on the Surface of the 

nanolayer. 

2.5. Gas Sensing Measurements 

The resistance changes under NO2 gas and experimental 

conditions were monitored using an Agilent HP 34972A 

multimeter connected to the gas sensing chamber. 

3. Results
3.1 Material characterization 

XRD graphs presented in figures 1a and 1b shows the 

same cubic phase for both 4:1 and 2:1 Synthesized Zinc 

45

mailto:Mohamedayoub.alouani@urv.cat
mailto:juan.casanova@urv.cat
mailto:eduard.llobet@urv.cat


Fig.2.b TEM Image showing 

the size and shape of 4:1  

Zn2SnO4 NP’s  

Stannate nanoparticles  

Transmission Electron Microscopy analysis was 

conducted to characterize the different sizes and shapes 

of both 2:1 and 4:1 ZnO:SnO2 synthesised zinc stannate 

nanoparticles decorated in the graphene layer. Both 

Figures 2a and 2b shows good circular shapes and sizes 

ranges from 11.5 to 65 nm of the different molar ratios 

nanoparticles. 

FESEM Images highlights the presence of the NP’s with 

bright spots and also shows very good dispersion of 

them in the graphene layer with a slightly better 

dispersion of the 2:1 Zinc Stannate NP’s shown in 

figure 3a than the 4:1 one shown in figure 3b. A porous 

surface of the graphene was observed also which is 

interesting for gas sensing. 

3.2 Gas sensing Results 

Nitrogen Dioxide (NO2) detection was performed by 

applying repeated exposure and recovery cycles to 

increasing concentrations of the gas. Figure 4 shows the 

calibration curves obtained for 40-60-80-100ppb of 

NO2, in which graphene decorated with different molar 

ratios of Zno:SnO2 Zinc Stannate NP’s presents higher 

responses (up to 3 times) compared to bare graphene. 

4. Conclusions
In Summary, we have successfully synthesized cubic 

Zinc Stannate Nanoparticles with different molar ratios 

and used them for bare graphene decoration to fabricate 

a chemoresistive sensor with enhanced gas sensing 

properties. These decorated nanolayers showed 

promising results regarding NO2 sensing at very low 

concentrations compared to the bare one, also we 

noticed the slight enhancement effect of the change of 

the molar ratios on the sensing property of the bare 

graphene where the 2:1 Zinc stannate decorated 

nanolayers shows a slightly higher responses to the 

Nitrogen Dioxide than the 4:1 Zinc Stannate decorated 

Zinc stannate Graphene. 

6. Graphs

Fig.1.a Xray Diffraction graph for synthesized 2:1 Zinc 

Stannate nanoparticles 
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Fig.1.b Xray Diffraction graph for synthesized 4:1 Zinc 

Stannate nanoparticles 

Fig.2.a TEM Image showing 

the size and shape of 2:1  

Zn2SnO4 NP’s. 

Fig.3.a FESEM image recorded with Back-Scattered Electron 

(BSE) detector, showing the graphene decorated with 2:1 

perovskite nanocrystals (bright spots). 

Fig.3.b FESEM image recorded with Back-Scattered Electron 

(BSE) detector, showing the graphene decorated with 4:1 

perovskite nanocrystals (bright spots). 

Fig.4. Calibration curves obtained for decorated Graphene 

with 4:1 Zinc Stannate NP’s (red), Graphene decorated with 

4:1 Zinc Stannate (black) and bare Graphene (Blue) detecting 

different concentrations of NO2 at ppb range. 
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1.Introduction
Mass spectrometry imaging (MSI) is capable of sampling 

the spatial distribution of various families of compounds 

by tunning the sample preparation to the target compounds. 

Matrix assisted laser desorption/ionization (MALDI) is a 

trendy MSI technology that combines a soft ionization 

source with the application of a matrix to enhance the 

ionization of specific compounds. The versatility in 

sample preparation procedures allows to obtain spectra 

from low mass compounds like metabolites or lipids (100 

to 1000 Da), to long chains of peptides or intact small 

proteins (up to 30k Da).  

Usually, when the target compounds are proteins, the 

sample preparation includes enzymes to digest the 

proteins and cleaver them in smaller peptide chains. This 

allows to work with Formalin-Fixed Paraffin-Embedded 

(FFPE) samples and to break down big proteins 

(impossible to directly measure them), obtaining images 

of the distribution of their peptides. This procedure 

generates complex spectra that requires rebuilding the 

puzzle in order to determine which signals are peptides 

and which peptides belong to which proteins. To facilitate 

this task, we have extended the capabilities of the MSI 

peak annotation tool rMSIannotation[1] to annotate 

peptides in the spectra up to 6k Da. 

2.Method
The algorithm input is an rMSIproc peak matrix where, 

rows represent spectra and columns represent m/z species. 

For each m/z specie, the algorithm searches for other m/z 

species that are at one neutron distance (1.003355 Da) and 

computes the isotopic likelihood score (ILS) which 

includes three metrics: mass error, correlation and 

intensity ratio. The measured intensity ratio is compared 

against a model that links the m/z ratio of monoisotopic 

peaks to the intensity ratio of the isotopes in the pattern. 

The previous iteration of rMSIannotation included a 

model of the metabolites and lipids in the Human 

Metabolome Database (HMDB)[2] up to 1200 Da, 

excluding all peptides and other compounds. Moreover, 

the modelization of the intensity ratios for metabolites and 

lipids produced a big bias in the peptides mass range as 

peptides have less amount of carbon atoms per Da than 

metabolites and lipids, and the number of carbon atoms is 

the main factor for the intensity ratios of a compound. To 

solve this issue, we have modelized the Human Peptide 

Atlas[3], a library containing 5 million peptide sequences, 

and included it in rMSIannotation. Figure 1 shows the 

difference between the two models included in 

rMSIannotation. After including the new model, we have 

annotated the peptides found in a dataset of human 

colorectal cancer measured with MALDI-FT-ICR 

containing 1236 m/z features and 10331 spectra. Later, we 

have compared the annotations with the identifications 

produced using samples of the same dataset by liquid 

chromatography mass spectrometry (LC-MS).  

3.Results
Before implementing the new model, rMSIannotation was 

capable of annotating only 12 monoisotopic compounds, 

and all of them in the metabolites and lipids range. After 

including the new model, rMSIannotation produced 162 

monoisotopic peak annotations and 252 isotopic peaks, 

combined add up to one third of the total number of peaks 

in the dataset. Moreover, we found 119 adduct relationship 

between the monoisotopic peaks. After producing the 

annotations, we have matched them with the library of 

identified compounds with LC-MS, which includes proton 

and sodium adducts, with a maximum mass error of 5 

ppms. This resulted in 100 matches between both libraries 

including, most of them, more than one peptide sequence 

per annotated feature.   

4.Conclusions
Extending the capabilities of rMSIannotation to the 

peptides mass range allows to work with new compounds 

and datasets more reliably using the MSI processing 

environment rMSIproc[4]. Further work will be directed 

in discerning the best match for each m/z feature and the 

multiple peptide sequences using the adducts information 

contained in the LC-MS library and the number of carbon 

atoms measured by rMSIannotation from the data. As this 

is a common procedure in proteomics for MSI, we expect 

to be able to standardize this procedure and reach the final 

goal of linking peptides to the proteins they belong to.  
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                                          Abstract 

Here, we demonstrate a facile route to synthesize a 

continuous film of WS2 deposited by a combination of 

aerosol-assisted chemical vapor deposition (AACVD) with 

H2 free atmospheric pressure CVD techniques. This synthesis 

strategy allows us a direct integration of the sensing material 

onto the sensor transducer with high growth yield and 

uniform coverage. SEM and Raman spectroscopy were used 

to investigate the morphology and composition of the grown 

material. The performance of WS2 sensors in the detection of 

H2S has been studied and results show that the synthesized 

material behaves as a p-type semiconductor with high 

sensitivity towards H2S at sub-ppm level. 

 

Keywords: 2D, TMDs, sensor, APCVD, WS2, H2S 
 

Introduction 

In recent years, there has been a significant amount of 

research dedicated to new materials such as transition metal 

dichalcogenides (TMDs). These two-dimensional (2D) 

semiconducting TMD materials show exceptional 

electrochemical properties with tunable band gap and high 

chemical stability [1]. The rich family of TMDs having 

chemical formula MX2 (M = Mo, W; X = S, Se), comprises 

of about 40 members, which provides plentiful applications 

for the next generation of flexible and wearable electronics 

[2]. The ultrathin nature of these materials provides them with 

exceptional optical and wearable properties with high 

mechanical flexibility[3].  

Despite numerous advantages their application is limited by 

the synthesis process currently employed to grow films of 

high quality, with wafer-scale uniformity and layer number 

controllability [4].  

In this regard, we report on the growth of a continuous film 

of 2D layered WS2 nanotriangles assembled on 1D WS2 

nanoneedles. The layered film of WS2 is grown by a 

combination of AACVD with H2 free atmospheric pressure 

CVD technique. The as-grown material is characterized using 

SEM and Raman spectroscopy to investigate the morphology 

and composition of the grown material. Moreover, our 

deposition strategy allows us to directly grow WS2 film with 

uniform coverage onto commercial alumina transducer 

thereby leading to facile sensor fabrication. Henceforth, the 

gas-sensing performance of the fabricated sensor is studied, 

and results demonstrate that the synthesized material behaves 

as a p-type semiconductor with high sensitivity towards sub-

ppm level of H2S at low operating temperatures.  

 

             Results and Discussion 

Fig. 2 depicts the SEM images of WO3 and WS2 films. 

From the results obtained, WO3 grown by AACVD technique 

consisted of thin and elongated NNs of WO3 which were 

randomly aligned and homogeneously distributed over the 

alumina substrate. 

After sulfurization, the morphology of these nanoneedles 

changed completely to form a continuous film of WS2 having 

a mixed morphology of NTs and NNs, as shown in Figure 

2(b). The composition of the WS2 films was studied by 

Raman spectroscopy. 

 

 
 
Figure 1 (a) WO3 synthesis by AACVD process (b) WS2 synthesis 

adopting CVD technique 

 
Figure 2 SEM images of (a) WO3 Nanoneedles (b) WS2 

Nanotriangles attached with nanoneedles 
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Raman spectroscopy is a powerful technique to evaluate 

the crystal quality and film thickness of 2D materials and 

hence is used to analyze the as-fabricated material [5]. Fig.3 

depicts Raman spectra obtained for the as-fabricated WS2 

nanofilms and WO3 NNs. The lower spectrum depicts peaks 

at 271 cm-1, 327 cm-1, 715 cm-1 and 805 cm-1, which indicates 

the formation of monoclinic tungsten trioxide phase, which is 

in a good accordance with our previous works [6][7]. From 

the upper spectrum, the two main Raman active modes for 

2H-WS2 were found, E1
2g at 348.5 cm-1 and A1g at 414.5 cm-

1, where A1g mode indicates in plane vibrations and E1
2g mode 

indicates out-of-plane vibrations. In addition, two broad 

peaks at 700 cm-1 and 803 cm-1, were detected with low 

intensity compared to WS2 spectrum, indicating the presence 

of some WO3 impurities. 

Figure 3 Raman spectrum of the multi-layered WS2 

Furthermore, Fig.4 (a) and (b) demonstrates the gas sensing 
results of WS2 sensor towards 40 and 5 ppm of H2S. Gas 
sensing results demonstrate that the fabricated WS2 sensor 
behaves as a p-type semiconductor material: increasing 
resistance when exposed to a reducing gas such a H2S and 
decreasing resistance when exposed to air and vice-versa. It is 
observed that the fabricated WS2 sensor showed very high 
sensitivity with good stability and repeatability towards the 
targeted gas even at low operating temperature (150°C). The 
sensor response was calculated to be 53.05% and 15.6% 
towards 40 and 5 ppm of hydrogen sulfide gas respectively. 
During these measurements, the sensor was tested at 150°C 
towards different concentrations of H2S. It is evident from the 
results obtained that there is an increase in response with each 
increment in analyte concentration.  

Conclusion 

     We have successfully deposited WS2 samples directly on 

commercial sensor transducers via a combination of two types 

of CVD techniques. The results obtained show that the sensor 

is composed of a hybrid structure of nanotriangles and 

nanoneedles of WS2 with high quality and crystallinity as 

confirmed by Raman and SEM characterization techniques. 

The obtained material was used as a chemoresistive H2S gas 

sensor. Our results demonstrate better sensing performance 

for WS2 nanofilms with higher sensitivity towards H2S than 

previously reported for WS2 nanofilms. This is attributed to 

the porous surface and increased number of sulfur edges in 

WS2 NTs. These were created by the random 3D assembly of 

WS2 nanosheets on WS2 nanoneedles. This leads us to the 

conclusion that the morphology and arrangement of WS2 

nanosheets plays a significant role for chemical gas sensing. 

Hence, our results could be beneficial for future H2S gas 

sensing studies with commercial potential due to the stable 

and higher responses attained at much lower operating 

temperature as compared to the traditional metal-oxide based 

gas sensors. Furthermore, the direct growth of WS2 nanofilms 

on the sensor transducer with high degree of scalability and 

controllability makes the production of these nanofilms much 

more feasible. 

Figure 4 Repeated response and recovery cycles for a WS2 sensor 

towards (a) 40 ppm (b) 5 ppm 
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Abstract

Switching power converters often require input filters to re-
duce current and voltage ripple and to comply with con-
ducted electromagnetic interference (EMI) regulations. The
design of these filters is typically carried out by hand, using
conservative constraints that allow to largely simplify the
problem. This paper presents an alternative approach using
numerical methods.

1. Introduction

When designing an input filter for a switching converter, the
main goal is to comply with EMI limitations and limit the
performance degradation that such filter could add to the
overall system.

Since input filters are typically designed on top of ex-
isting converters, designers must consider the possible dy-
namic interactions that may arise, which may even lead to
instability. Usually a second or third order filter is added
to a converter, so analysing the dynamics of the entire sys-
tem can be challenging. For that reason conventional design
approaches typically rely on simplifications of the stability
criteria to assist on the process.

The basis for what can be considered conventional design
is given by [1]. Our goal is to create a numerical method
that matches or improves the conventional design method
in performance of the overall system, while making the de-
sign process of said filter easier and quicker. Another goal
would be able to scale up the numerical method to systems
of higher complexity.

2. Proposed design method

Instead of providing an “optimal” filter we will search for a
parameter region that ensures our performance design crite-
ria. Then the designer has a range of filter parameter options
to choose from according to other restrictions (cost, weight,
etc.). We will base the approach on [2] and on [3] works.

Consider the following continuous-time linear system:

ẋ(t) =

(
A0 +

k∑
i=1

αiEi

)
x(t) (1)

where x ∈ Rn, A0 ∈ Rn×n is the nominal matrix of
the system, Ei ∈ Rn×n, i = 1, ..., k are given matri-
ces representing the direction of perturbation and αi ∈ R,
i = 1, ..., k, define the amount of perturbations allowed.

The aim is to determine the maximum domain
([−αi

m, α
i
M ]) where our conditions are ensured. This is ac-

complished by a heuristic search, previous knowledge of
the system can be used to make a more optimized search. A
more detailed description of this procedure for just a stabil-
ity condition is given in [2].

The final designed values for the filter will depend on:
the initial values (set on A0), the scale parameters (set on
Ei) and the limits of αi found.

For each perturbation direction we can compute the de-
signed parameters by solving

Ai = A0 + αiEi (2)

3. Pole placement conditions

In order to be able to design a filter we need to force some
dynamic behaviour apart from simply being stable. This is
accomplished by pole placement techniques. Its possible
to directly relate the attenuation and the damping ratio to a
sphere centred on 0 + 0j with radius ρ and an angle θ re-
spectively (see Figure 1) [4]. With the last one also ensuring
the stability of the system.

Starting with the θ condition presented on [4] and fol-
lowing a similar procedure to the one described on [2] for
the stability LMI we can obtain the pole placement LMIs
required to ensure a specified damping ratio ζ = cos θ (ex-
pressions 3 and 4).

For the attenuation we use the condition derived in [3]
with the circle centred on 0+0j and without state feedback.
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(
sinθ(AjWj +WjA

′
j) cosθ(AjWj −WjA

′
j)

cosθ(−AjWj +WjA
′
j) sinθ(AjWj +WjA

′
j)

)
< I ; j = 1, ..., N (3)

(
sinθ(AjWk +AkWj +WjA

′
k +WkA

′
j) cosθ(AjWk +AkWj −WjA

′
k −WkA

′
j)

cosθ(−AjWk −AkWj +WjA
′
k +WkA

′
j) sinθ(AjWk +AkWj +WjA

′
k +WkA

′
j)

)
<

1

N − 1
I

j = 1, ..., N − 1 ; k = j, ..., N

(4)

Re

Im

ρ

θ

Figure 1: Region defined with the pole placement LMIs

4. Short example

We will apply the previously defined technique to an ex-
ample RLC filter with the load modelled as a CPL. Load
parameters are V = 10 V and P = 30 W . Design condi-
tions are ζ = 0.5 and minimum attenuation of −60 dB at
the switching frequency of fs = 100 kHz.

Initial and perturbation matrices are defined as follow:

A0 =

(
−RL0

L0

−1
L0

1
C0

P
C0V 2

)
; E1 =

(
−RLscale

Lscale
0

0 0

)
;

E2 =

(
0 −1

Lscale

0 0

)
; E3 =

(
0 0
1

Cscale

P
CscaleV 2

) (5)

In Figure 2 we can see the obtained region of the filter
parameters. With the center point being the initial point
where the algorithm started the search. This gives us the
possibility to choose from a range of different filters that
can be used for our system.

5. Conclusions

We have obtained a filter parameter region which has certain
performance conditions set by the design criteria. We can
now choose any filter defined inside our region according to
other design criteria such as cost, size, etc.

Future work would be to improve on the region search,
work with different filters/loads and optimize the process.

Figure 2: Region of the filter parameters
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Abstract 
Matrix-Assisted Laser Desorption Ionization Mass 
Spectrometry Imaging (MALDI-MSI) reveals the 
chemical composition and spatial information of 
tissues. The identification of mass spectrometry signals 
is challenging given that MALDI-MSI usually lacks 
chromatographic separation or tandem mass 
spectrometry. In this work, we use a recent study [1] on 
the fragmentation pathways and adduct formation of 
several lipid classes to develop an automated 
framework to identify lipid fragments and parental 
ions. The compound matches are ranked using a novel 
score that demonstrated an area under the curve of 0.77 
in a ROC analysis. This indicates a confident molecular 
annotation without relying on an orthogonal analytical 
technique. 

1. Introduction
Matrix-Assisted Laser Desorption Ionization Mass 
Spectrometry Imaging (MALDI-MSI) is an established 
analytical technique used in biochemical and medical 
studies to reveal the chemical composition and spatial 
information of the tissues under study. Complete and 
univocal identification of the MS signals of a typical 
experiment is a major challenge. To achieve this 
ambitious identification goal, mass spectrometry 
techniques usually rely on chromatographic separation 
(LC-MS, GC-MS) or tandem mass spectrometry. 
However, MALDI-MSI does not include such 
separation steps and tandem mass spectrometry is 
hardly performed due to increased data complexity and 
experimental running time. 

As an alternative, many studies have advocated for the 
use of in-source fragmentation (i.e. fragments 
generated naturally inside the ion source) as a fast way 
of obtaining complementary fragmentation information 
to assist identification. The annotation of fragments can 

not only strengthen the degree of confidence of current 
automatic identification schemes but also reduce their 
number of misidentifications by excluding the list of 
fragments. 

Recently, Garete et al [1], proposed a thorough study of 
the fragmentation pathways and adduct formation of 17 
lipid classes. Based on this work, we develop an 
automated framework to automatically identify both: 
lipid fragments and parental ions. The compound 
database matches are ranked using two novel metrics. 

2. Data-base search and ranking
Experimental data is preprocessed using rMSIproc [2]. 
The user can filter isotopes using rMSIannotation [3]. 
The resulting peak matrix in centroid mode is used as an 
input to the annotation algorithm. 

The list of m/z found in the dataset is used to perform a 
database search considering all adducts and 
fragmentation pathways for each of the 17 lipid classes 
reported in Garete et al [1]. LipidMAPS [4] is the 
default database but other public or in-house 
alternatives can be used. 

The list of matches is then ranked based on two 
metrics: (1) number of occurrences and (2) spatial 
correlation of MS signals tentatively assigned to the 
same lipid. Additionally, the user can opt to also rank 
according to the adduct likelihood score presented in 
Garete et al [1]. 

The result is a ranked table with the following fields: 
experimental m/z, lipid, chemical formula, adduct, 
fragmentation and ranking scores. The table can be 
filtered to only return the top N candidates for each 
m/z. 
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3. Validation & Results 
 
A total of 9 sections of human nevi acquired with 
MALDI-MSI were used for validation (6 in negative 
ion mode and 3 in positive ion mode). 
 
In all cases, we report over 80% match (81.5% in 
positive mode and 86.88% in negative mode) to the 
manual annotations presented in the original paper [1]. 
The manual annotations not found with our approach 
can be attributed to one of the following reasons: (1) 
using different search databases, (2) miscalculations in 
the original publication, (3) unidentified adduct 
reported or (4) ppm errors over the predefined 
tolerance threshold. 
 
Figure 1 shows an example annotation of experimental 
mass m/z 885.61 in negative mode. All manual 
annotations reported in Garete et al [1] are returned by 
our automated algorithm. 

 
Fig.1. Annotation example of m/z 885.61 in negative 

mode (A) Table of manually reported annotations [1] (B) 
Table of automated annotations (C) Spatial distribution in 

two example sections. 
 
A target-decoy strategy [5] is used to estimate the 
performance of the two ranking metrics proposed (lipid 
occurrences and lipid correlation). LipidMAPS [4] is 
the target database and the decoy database is a subset 
of ChEBI [6] containing lipids and metabolites of non-
animal origin (plants, algae, bacteria, fungi, 
xenobiotics and environmental contaminants). The 

decoy database is resampled to match the number of 
compounds and m/z distribution of the target. Figure 2 
shows that the product of the two ranking metrics 
obtained an area under the curve of 0.77 in a ROC 
analysis. This indicates a confident molecular 
annotation without relying on an orthogonal analytical 
technique. 

 
 

 
Fig.2. Estimation of the ROC curve using a Target-Decoy 

strategy to evaluate the performance of the two ranking 
metrics proposed. 

 
5. ConclusionsB0 

Our approach exploits knowledge about lipid adduct 
formation and in-source fragmentation pathways to 
successfully annotate in-source fragments and adducts 
in MALDI-MSI experiments. This overcomes the 
intrinsic limitations imposed by the lack of a 
chromatographic separation step and tandem mass 
spectrometry. 
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Abstract 
Unknown to known fragmentation spectra comparison 

is still the preferential method to annotate tandem mass 

spectrometry (MS2 or MS/MS) data  and to identify 

metabolites in mass spectrometry-based metabolomics. 

Currently, no freeware tool exists to compare high 

throughput experimental mass spectra against public or 

in-house libraries. Here, we present MS2ID, an R 

package for fast annotation of large sets of mass spectra 

using public or in-house spectral repositories. MS2ID is 

compatible with the packages CompoundDB and 

Spectra  and offers a graphical user interface (GUI) to 

facilitate visual inspection of the results. 

 

1. Introduction 
Comprehensive metabolome analyses by LC-MS are 

essential for biomedical, environmental and 

biotechnological research  [1]. Metabolite annotation and 

identification are crucial steps in LC/MS-based 

metabolomics to obtain biologically interpretable results. 

Annotation commonly relies on the comparison of 

experimentally obtained fragmentation spectra  (MS/MS) 

against reference spectral databases (that contain spectra 

from known purified standards). Moreover, increasingly  

large size of mass spectral databases (typically multi-

gigabyte data sets) calls for a  conceptually new matching 

algorithm where the spectra can be compared against the 

whole library without causing a considerable 

computational overload. Currently, there are no open-

source approaches to annotate MS/MS data in a high 

throughput manner. The development of open-source 

solutions to annotate compounds by MS/MS spectral 

comparison has been hampered by the inner nature of 

publicly available MS databases usually being 

constructed in distinct structure and file formats, among 

various repositories such as HMDB [2], Massbank, 

GNPS and others [3]. Some tools addressing this 

limitation have recently emerged. M. Wang et al, 

presented MASST [4] - a  web engine for single MS/MS 

spectrum search against combined public repositories. 

On the other hand, CompoundDB [5] automatically 

creates R-based compound databases generated from 

publicly available mass spectral repositories and offers 

low-throughput tools for MS/MS comparison. Here we 

describe MS2ID, an R package that compares efficiently 

experimental MS/MS spectra against a compact in-house 

spectral library populated with publicly available spectral 

repositories. 

 

2. Implementation 
MS2ID is an R package for high-throughput compound 

annotation using open-source mass spectral libraries. 

The MS2ID object operates as a spectral database, and 

its pivotal method annotates query mass spectra (in 

mzML format) towards an Annot object. This final 

object also contains the metadata and the spectral data 

linked to the resulting annotations. In addition, MS2ID 

features a GUI application to browse and visualize 

Annot objects. 

  

2.1 MS2ID class 

The MS2ID constructor mutates primal libraries into a 

reusable MS2ID object. Primal libraries can be obtained 

from in-house databases or parsed - using the 

CompoundDb package - from public repositories, such 

as HMDB, MoNA, or LIPID MAPS. The MS2ID 

function bins, merges, and, optionally, compacts the 

libraries: spectra with the same fragmentation pattern 

and metabolites with identical InChIKey are eliminated. 

Figure 1 shows the reduction ratios obtained by 

compacting HMDB and MoNA MS/MS spectra 

databases; the resulting MS2ID object is reduced to 34% 

and 28% of the original spectra and metabolites, 

respectively. Finally, the function indexes in a table 

(named fragments index) all the mass fragments (no 

precursor masses) present in the reference spectra 

database. This table speeds up the annotation algorithm 

by locating quickly which reference spectra have, 

among its top n fragments, m fragments in common with 

the query spectrum. 
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Fig.1. MS2ID composition and redundant data

To increase data access efficiency and speed, we 

established an MS2ID backend that allocates all the data 

on disk, not in RAM. The backend structure combines 

two strategies: A SQL database to query the metadata 

easily and memory-mapped files to read, at a  much faster 

speed, big chunks of spectral and fragments index 

information [6]. 

Fig.2. Subsetting of spectral data per query spectrum.

2.2 MS2ID methods 

The annotation method refines mzML data, 

summarizing clusters of consecutive similar spectra to 

purge noisy fragments and increase the annotation speed 

efficiency. Every cluster results in a consensus spectrum 

made of the fragments present in a minimum percentage 

of the spectra. 

According to fragments and metadata variables (e.g., 

ionization mode), every consensus spectrum extracts a 

subset of MS2ID spectra, as Fig. 2 shows, and loads it 

into memory. Then the algorithm compares them against 

the consensus spectrum by using different metrics (e.g., 

cosine similarity, fidelity, or any user-defined function) 

and embeds the results into an Annot object. This object 

contains all the data related to the annotations to ensure 

a fully traceable object, and the spectral data uses the 

RforMassSpectrometry package structure to take 

advantage of its multiples facilities for spectrum 

handling. 

Fig 3. MS2ID GUI snapshot 

Finally, MS2ID provides a GUI interface to visualize the 

resulting annotations and the formation of consensus 

spectrum (Fig. 3). 

3. Results
The M2ID workflow was applied to the annotation of 

20.020 experimental MS/MS spectra (42 mzML files) 

against a library of 1.436.580 spectra. Annotations took 

0.04 s and 0.14 s per experimental spectrum depending 

on whether the reference spectra were prefiltered by 

neutral mass or not, respectively. A 64-bit Intel® 

Core™ i7-8565U CPU @ 1.80GHz × 8, 16 GiB was 

used, with no parallelization, under Ubuntu 20.04.1 

LTS, R 4.0.3v and RStudio 1.3.1093v. 
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